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Polarisation-sensitive terahertz detection by multicontact photoconductive receivers 
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We have developed a terahertz radiation detector that measures both the amplitude and polar- 
isation of the electric field as a function of time. The device is a three-contact photoconductive 
receiver designed so that two orthogonal electric field components of an arbitrary polarised electro- 
magnetic wave may be detected simultaneously. The detector was fabricated on Fe"*" ion-implanted 
InP. Polarisation-sensitive detection is demonstrated with an extinction ratio better than 100:1. 
This type of device will have immediate application in studies of birefringent and optically active 
materials in the far-infrared region of the spectrum. 

PACS numbers: 07.50.-e, 07.57.-c, 07.57.Kp , 07.57.Pt, 07.60.Fs, 42.25.Ja, 71.55.Eq , 78.20.Ek, 78.20.Fm 



The far- infrared, or terahertz (THz), region of the elec- 
tromagnetic spectrum encompasses the energy range of 
many collective processes in condensed matter physics 
and macromolecular chemistry. However, in the past 
this spectral region has been relatively unexplored ow- 
ing to a lack of bright radiation sources and appropri- 
ate detectors. The technique of THz time domain spec- 
troscopy (TDS)fii^ which has developed rapidly as a re- 
sult of advances in ultra-short pulsed laser technology, 
now provides a very sensitive probe across the THz band. 
TDS is currently an invaluable tool in condensed matter 
physics^iii^ and macromolecular chemistryii^ 

To date THz-TDS techniques have relied on linearly 
polarised emitters and detectors. However, for spec- 
troscopy of birefringent and optically active materials it 
is also important to measure the polarisation state of 
radiation before and after it has interacted with the ma- 
terial. Here we report on a detector that enables such a 
THz-TDS system to be realised. 

Vibrational circular dichroism (VCD) spectroscopy 
is a new technique which has substantial potential in 
the fields of macromolecular chemistry and structural 
biologyi^ Akin to the established technique of (ultravio- 
let) circular dichroism, VCD is used to analyse the struc- 
ture of chiral molecules. It is predicted that VCD will be 
more powerful than conventional circular dichroism for 
stereo-chemical structure determination!^ However the 
technique is currently limited by insensitive and narrow 
band spectrometers. 

Of particular interest to biochemists is the structure 
and function of proteins and nucleic acids. These chi- 
ral biomolecules have vibrational and librational modes 
in the THz region and the THz optical activity of these 
modes are starting to be studied experimentally.^'^" THz 
frequency VCD is already finding application in fields as 
distinct as biochemical research-^'^ and astrobiology.^" In 



the future the ability to perform VCD using a polari- 
sation sensitive THz-TDS technique should enhance the 
bandwidth and sensitivity of measurements, and allow 
dynamic time-resolved studies to be performed. 

In order to perform polarisation sensitive THz-TDS, it 
is necessary to be able to measure two (preferably orthog- 
onal) electric field components of a terahertz transient. 
Theoretically it is possible to do this using a conventional 
(two contact) photoconductive receiver. That is, mea- 
sure one electric field component and then rotate the re- 
ceiver by 90° and measure the other component. However 
in practice this procedure has two major disadvantages: 
Firstly, during the rotation of the photoconductive re- 
ceiver, any slight misalignment will significantly shift the 
relative phase of the electric field components; secondly 
the data acquisition time is increased as both compo- 
nents are recorded separately. In order to avoid these 
disadvantages an integrated receiver capable of measur- 
ing both components simultaneously is needed. Such a 
detector may be realised by fabricating a three-contact 
photoconductive receiver. 

The three-contact receiver we developed is shown in 
Fig. n When designing the three-contact receiver we 
considered two main constraints. Firstly, the unit vectors 
(ui and U2) normal to the gaps formed between the earth 
contact and the other two contacts (1 and 2) need to be 
orthogonal. Secondly it is necessary that both gaps are 
within an area smaller than the laser beam waist and the 
focus spot size of the THz radiation (a circle of radius 
'~ 100 /xm). This last condition is necessary in order to 
have uniform laser and THz illumination across both gap 
regions. 

The performance of a photoconductive receiver de- 
pends strongly on the material from which the device is 
fabricated. Material dependent carrier trapping and re- 
combination times play an essential role in photoconduc- 
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FIG. 1: (Colour online) Diagram of experimental appara- 
tus used for simultaneous detection of horizontal and vertical 
components of the electric field of a TIfz transient. A SI- 
GaAs photoconductive switch was used as emitter, parabolic 
mirrors were used to collect and focus the THz radiation onto 
the three-contact photoconductive receiver. One of the con- 
tacts was used as common (GND) and the other two were 
amplified independently to obtain the two orthogonal compo- 
nents. Inset: Photograph of a three-contact photoconductive 
receiver structure formed by two IGfim gaps in orthogonal di- 
rections in order to measure the perpendicular components of 
the THz electric field. The unit vectors ui and U2 represent 
the directions between the earth contact and contacts f and 
2 respectively. The photograph was taken using an optical 
microscope. 



tive receiver device performance. Specifically, long car- 
rier lifetimes will permit the reception of large amounts 
of noise and short carrier lifetimes will reduce the sig- 
nal level and accuracy. Modified semiconductor ma- 
terials such as low-temperature-grown or ion-implanted 
GaAs/InP are typically used, as carrier trapping times 
in these materials may be controUed.^^'-'^^ 

In order to fabricate the three-contact PCS device 
(shown in Fig. ^| we have implanted semi- insulating InP 
(100) substrates using 2.0 MeV and 0.8 MeV Fe+ ions 
with doses of 1.0 x 10^^ cm~^ and 2.5 x lO^^cm"^ re- 
spectively. These multi-energy implants gave an approx- 
imately uniform density of vacancies to a depth of 1 /im, 
resulting in a carrier lifetime of ~ 130 fs."'^'* The sam- 
ples were subsequently annealed at 500° C for 30 min- 
utes under a PH3 atmosphere. Finally the electrodes 
were defined using standard photolithography and lift- 
off techniques. The Cr/Au contacts were deposited to a 
thickness of 20/250 nm using a thermal evaporator. 

In order to measure a THz electric field Ethz using a 
photoconductive receiver it is necessary to gate the re- 
ceiver with an ultra-short laser pulse. The laser pulse 
generates free charge carriers in the semiconductor sub- 
strate, which are accelerated by Ethz thus generating a 
current / between two contacts. Assuming a laser pulse 
of the form sech^(1.76t/to) where to is the fuU-width-at- 
half-maxinium, the current measured through contact i 
in the photoconductive receiver described here, is related 
to Ethz hyi^: 



h(t) oc / ETHz(i') • e"(*'~*)/^ X [1 + tanh(1.76(i' - t)/to)]dt' 
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where ETHz(i') is the THz electric field, Ui and U2 are 
unit vectors in the direction of the two gaps between the 
contact {i =1,2) and the earth electrode, r is the lifetime 
of free carriers. 

The three-contact photoconductive receiver was tested 
using the setup shown in Fig. ^ A linearly polarised 
THz transient was generated by exciting a 400 fj,m gap SI- 
GaAs photoconductive switch emitter biased by a ±150 V 
square wave at a frequency of 25 kHz. The emitted THz 
transients were collected in the back reflection geome- 
try and then focused on to the receiver using off-axis 
parabolic mirrors. A Ti:Sapphire chirped mirror oscilla- 
tor with a 75 MHz repetition rate provided 10 fs pulses 
of 4 nJ and 800 nm centre wavelength, which were used 
to excite the emitter. A 0.4 nJ fraction split from the 
original pulse was used to gate the receiver. 

Two separate lock-in amplifiers were used to record the 
currents (/i and I2) through the two contacts. The lock- 
in amplifiers and the common electrode of the receiver 
were connected to a common earth, and the references 



of both lock-in amplifiers were locked to a TTL signal 
provided by the 25 kHz signal generator (used to drive the 
THz emitter) . In all measurements the Ii (t) signal from 
Lock- in 1 and l2it) signal from Lock- in 2 were recorded 
simultaneously at each time step using a multichannel 
analogue to digital converter. 

The photoconductive switch emitter was mounted on a 
graduated rotation stage that allowed the gap, and hence 
the polarisation of the emitted THz transient, to be ro- 
tated. Both Ii{t) and l2{t) where measured averaging 
over 90 scans at three different angles of the emitter (0, 
45 and 90°). The measurements were taken in an evac- 
uated chamber at a pressure of 25 mbar to avoid water 
vapor absorption. The THz electric field was calculated 
by differentiating numerically the two I(t) traces mea- 
sured by the lock-in amplifiers according to Eq. ^ The 
horizontal and vertical Ey electric field components 
are plotted against time in Figs. |21 (a), (b) and (c) for 
the emitter at angles 0°, 45° and 90° respectively. The 
results demonstrate that the three-contact photoconduc- 
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FIG. 2: (Colour online) Horizontal (solid) and vertical 
(dashed) components of THz electric field (obtained form 
measured voltage) are plotted against time with the emitter 
at (a) 0, (b) 45 and (c) 90° respectively. 
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FIG. 3: (Colour online) Parametric representation of hor- 
izontal and vertical components of THz electric field for 
three emitter orientations; (circles), 45 (crosses) and 90° 
(squares). The THz wavevector points out of the paper plane. 
In this plot the angle of polarisation for the three waves is eas- 
ily observed. 



tive receiver acts as a polarisation sensitive detector. The 



polarisation selectivity of the detector was assessed by 
measuring the cross polarised extinction ratio. This ra- 
tio was found to be 108:1 (128:1) for the horizontally 
(vertically) oriented emitter. It should be noted that the 
polarisation of the radiation arriving at the detector may 
not be perfectly linear, as photoconductive emitters do 
not produce purely dipolar radiation.^- Therefore, the 
true extinction ratio of the detector may be higher. 

In Fig. 121 a parametric plot of the data shown in Fig. [3 
is presented. For an ideal linearly polarised source the 
three sets of data should form straight lines at 0, 45 and 
90° in the En — Ey plane. However, the measured angles 
of polarisation (from the horizontal plane) are -5.5, 39, 
and 98° respectively and the polarisation appears to be 
slightly elliptical (especially in the 45° case). These dis- 
crepancies arise from a number of sources: It has been 
shown previously that photoconductive switch emitters 
produce a small quadrupole field leading to a cross po- 
larised electric field component .^^'^^ Furthermore, low/- 
number collection systems (such as the //1. 5 system used 
in this experiment) inevitably lead to linearly polarised 
radiation becoming slightly elliptical»i& 

The signal-to-noise (SNR) ratio in our experiments was 
measured to be 175:1 for the three contact receiver. We 
obtained a similar ratio for a conventional two-contact 
"bow-tie" receiver, which we fabricated on a piece of the 
same substrate material. This indicates that the SNR 
performance of this device is limited by the substrate 
material rather than the receiver design. Therefore the 
device sensitivity could be improved greatly by using op- 
timised ion-implanted InP or GaAs substrates. Indeed 
optimised low temperature MBE-grown GaAs has been 
shown to have excellent SNR performance^'^ which should 
be replicated in a three-contact device fabricated on that 
material. 

In conclusion, the design of a novel integrated detector 
capable of measuring both components of an arbitrar- 
ily polarised THz transient was presented as well as ex- 
perimental evidence of its effectiveness. This integrated 
three-contact detector is expected to be very useful for 
further studies of time-domain circular dichroism spec- 
troscopy and should have a wide range of applications in 
basic research and industry. 
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